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SleepNet Corporation
5 Merrill Industrial Drive Tel - 603-758-6625
Hampton, NH 03842 Fax - 603-758-6699

Official Contact: Jennifer Kennedy - Director of Quality

Proprietary or Trade Name: MiniMe 2 Nasal Mask

Common/Usual Name: Patient interface

Classification Code/Name: BZD - non-continuous ventilator (IPPB)
2I1CFR 868.5905
Class 2

Device: MiniMe 2 Nasal Mask

Predicate Devices: K090935 - SleepNet MiniMe pediatric nasal mask

K060105 - ResMed Kidsta Pediatric Mask

Device Description:
The MiniMe 2 Nasal mask is intended to provide a patient interface for application of positive
pressure therapy. The mask is to be used as an accessory to CPAP or Ri-level positive pressure
systems. It is intended for patients >2 years old and <12 years old. The mask is designed and
labeled for different durations of use:

* Single use, disposable (hospital or institutional settings)
" Single patient, multi-use (home setting)
* Single patient, short-term use up to 7 days (hospital or institutional settings)

These indications for use are identical to the predicate SleepNet MiniMe Pediatric Nasal mask,
K090935.

The durations for use are identical to
* SleepNet MiniMe Pediatric Nasal mask, K090935 for

" Single patient, multi-use (home)
" Single patient, multi-use < 7 days is a subset of the single patient, multi-use

(hospital / institutional)
* Single patient, disposable (hospital / institutional) is a shorter duration of use and a

labeling claim only.
o The design, materials, and performance are identical to the predicates and would

not be considered a new indication that raises new safety or effectiveness
concerns.
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Indications for Use:
The MiniMe 2 Nasal masks are intended to provide a patient interface for application of positive
pressure therapy. The mask is to be used as an accessory to CPAP or Bi-level positive pressure
systems. It is intended for patients >2 years old and <1 2 years old. The mask is designed and
labeled for different durations of use:

* Single use, disposable (hospital or institutional settings)
* Single patient, multi-use (home setting)
* Single patient, short-term use up to 7 days (hospital or institutional settings)

Patient Population: Patients >2 years old and <1 2 years old

Environment of Use: Home or hospital / institutional environments

Predicate Device Comparison:
The MiniMe 2 Nasal masks are viewed as substantially equivalent to the predicate device
because:

Indications -

* The MiniMe 2 Nasal masks are intended to provide a patient interface for application of
positive pressure therapy. The mask is to be used as an accessory for use with CPAP or
Bi-level positive pressure systems intended to provide an interface for application of
CPAP or bi-level therapy. Identical to SleepNet MiniMe Pediatric Nasal mask
(K09093 5).

* Discussion - The indications for use are identical to the predicate, SleepNet MiniMe
Pediatric Nasal mask (K090935).

Patient Population -
" The masks are for patients > 2 yo and < 12 yo for whom positive airway pressure therapy

has been prescribed. Identical to SleepNet MiniMe (K090935).
* Discussion -The population is identical to the predicate, SleepNet MiniMe Pediatric

Nasal mask (K090935).

Technology -

" Identical technology to - SleepNet MiniMe Pediatric Nasal mask - K090935
* Discussion - The technology, shape, design, configuration of the mask, head strap as

well as the manufacturing methods are identical to the predicate, SleepNet MiniMe
Pediatric Nasal mask - K090935.

The use of multiple ports in the elbow for exhalation and C0 2 washout is substantially equivalent
as demonstrated by the comparative Pressure vs. Flow curves and the CO2 washout testing vs. the
predicate ResMed Kidsta (K060 105).
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Materials -

* The materials in patient contact are identical or have been tested per ISO 10993 to our
own predicate devices

* Discussion - The materials utilized in the MiniMe 2 are commonly used in medical
devices and are either identical to the predicate or have been tested per ISO 10993 and
found to be acceptable for the intended use.

Environment of Use -
" The masks are intended for use in the home or hospital/institutional environment.
* Identical to predicate SleepNet MiniMe Pediatric Nasal mask (K090935)
" Discussion - The environments of use are identical to the predicate.

See Table I for comparison.

Non-Clinical Testing Summary:

Comparative Performance -
We have performed comparative performance testing that included:

* Exhaust Flow (Pressure vs. Flow)
* Pressure Drop / Resistanice to Flow
* Internal Volume / Dead space
* CO2 washout per ISO 175 10-2
" Cleaning validation
* Environmental testing
* Mechanical testing - Drop Test

Discussion - The comparative performance and specifications demonstrate that the MiniMe 2 is
equivalent in performance to the predicates.

Biocompatibility of Materials -

Materials listed in the following table are either identical to predict ate SleepNet mask or were
evaluated per ISO 10993-1.

Pants which are Externally communicating, Tissue - gas pathway contact, permanent duration.
Pass / fail criteria was for the each respective IS0 10993 test

Parts which are Surface communicating, Skin, permanent duration. Pass / fail criteria was for the
each respective ISO 10993 test

Discussion - The listed materials are either identical to predicate SleepNet mask which have the
same patient contact and duration of use or were tested per ISO 10993-1.

See Table 2 for a list of materials, patient contact and duration of use.
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Table 2
Materials in the Patient Contact

Component Patient Contact /Duration Biocompatibllty
_______________ (all are permatnent)

Gel Bladder Skin and Gas Pathway Identical SleepitetlMiniMe Pediatric mask K090935
Bladder filin Skin and Gas Pathway Identical

Sleepne Mini I Pc iatcmask KO%935
Shell Gas Pathway Identical Sleepnet IQ Veatilation mask K102317

_________________~~ lepeMiiePdarc mask K09093 5
Elbow assembly (ias Pathway Identical Sleepnet MfiniMe Pediatrc inask K090935
Headgear Skin Identical Sleepact IQ Ventilation ss K102317
Tubitig Gas Pathway Cytoroxicity

Sensitization
Genoroxicity
Implantatlion
Intracttaneous

ISystemic Toxicity
Swivel Conncto Ga's Pathway I denicjal :leepuet IQ Nasal mask K993269
Tubing Connector Gas Pathway Identca Sleepnet IQ Nasal matsk K993269
15 rnti Connecto Gas Pathway I dentical Sleepnet IQ Nasal mask K02 1534

Substantial Equivalence Conclusion -

The sponsor has demonstrated through performance testing, design and features, and non-clinical
testing that the proposed device and predicate have been found to substantially equivalent.



*DEPARTMENT OF HEALTH & HUMAN SERVICES Public Health Service

S .4.Food and Drug Administration
10903 New Hamnpshire Avenue
Documtent Control Center - W066-G609
Silver Spring, MD 20993-002

November 5, 2012

SleepNet Corporation
C/O Mr. Paul Dryden
President
ProMedic, Incorporated
24301 Woodsage Drive
Bonita Springs, Florida 34134

Re: Kl121692
Trade/Device Name: MiniMe 2 Nasal Mask
Regulation Number: 21 CFR 868.5905
Regulation Name: Noncontinuous Ventilator (LPPB)
Regulatory Class: 11
Product Code: BZD
Dated: September 18, 2012
Received: September 19, 2012

Dear Mr. Dryden:

We have reviewed your Section 5 10(k) premarket notification of intent to market the device
referenced above and have determined the device is substantially equivalent (for the
indications for use stated in the enclosure) to legally marketed predicate devices marketed in
interstate commerce prior to May 28, 1976, the enactment date of the Medical Device
Amendments, or to devices that have been reclassified in accordance with the provisions of
the Federal Food, Drug, and Cosmetic Act (Act) that do not require approval of a premarket
approval application (PMA).You may, therefore, market the device, subject to the general
controls provisions of the Act. The general controls provisions of the Act include
requirements for annual registration, listing of devices, good manufacturing practice,
labeling, and prohibitions against misbranding and adulteration. Please niote: CDRH does not
evaluate information related to contract liability warranties. We remind you, however, that
device labeling must be truthful and not misleading.

If your device is classified (see above) into either class 11 (Special Controls) or class III
(PMA), it may be subject to additional controls. Existing major regulations affecting your
device can be found in the Code of Federal Regulations, Title 21, Parts 800 to 898. In
addition, FDA may publish further announcements concerning your device in the Federal
Register.
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Please be advised that FDA's issuance of a substantial equivalence determination does not
mean that FDA has made a determination that your device complies with other requirements
of the Act or any Federal statutes and regulations administered by other Federal agencies.
You must comply with all the Act's requirements, including, but not limited to: registration
and listing (21 CFR Part 807); labeling (21 CFR Part 801); medical device reporting
(reporting of medical device-related adverse events) (21 CFR 803); good manufacturing
practice requirements as set forth in the quality systems (QS) regulation (21 CER Part 820);
and if applicable, the electronic product radiation control provisions (Sections 53 1-542 of
the Act); 21 C FR 1000- 105 0.

If you desire specific advice for your device on our labeling regulation (21 CFR Part 801),
please go to
http://www.fda.gov/AboutFDA/CcntersOffices/CDPRH/CDRH-Offices/ucm I15809.htm for
the Center for Devices and Radiological Health's (CDRH's) Office of Compliance. Also,
please note the regulation entitled, "Misbranding by reference to premarket notification"
(21CFR Part 807.97). For questions regarding the reporting of adverse events under the
MDR regulation (21 CER Part 803), please go to
http://w~ww.fda.gov/MedicalDevices/Safetv/ReportaProblem/default.htm for the CDRH's
Office of Surveillance and Biometrics/Division of Postmarket Surveillance.

You may obtain other general information on your responsibilities under the Act from the
Division of Small Manufacturers, International and Consumer Assistance at its toll-free
number (800) 63 8-2041 or (301) 796-7100 or at its Internet address
http://,Aww.fda.QRov/MedicalDevices/ResourcesforYou/Industr/default.htm.

S incerely yours,

Kwame 0. Umert . o

Anthony D. Watson, B.S., M.S., M.B.A.
Director
Division of Anesthesiology, General Hospital,

Infection Control and Dental Devices
Office of Device Evaluation

*Center for Devices and
Radiological Health

Enclosure
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510(k) Number: Kl121692

Device Name: MiniMe 2 Nasal Mask

Indications for Use:

The MiniMe 2 Nasal mask is intended to provide a patient interface for application of
positive pressure therapy. The mask is to be used as an accessory to CPAP or Bi-level
positive pressure systems. It is intended for patients >2 years old and <12 years old.

The mask is designed and labeled for different durations of use:

* Single use, disposable (hospital or institutional settings)
" Single patient, multi-use (home setting)
* Single patient, short-term use up to 7 days (hospital or institutional settings)

Prescription Use XX or Over-the-counter use
(Part 21 CFR 801 Subpart D) (21 CFR 807 Subpart C)

(PLEASE DO NOT WRITE BELOW THIS LINE-CONTINUE ON ANOTHER PAGE
IF NEEDED)

Concurrence of CDRH, Office of Device Evaluation (ODE)

(Division Signaff
Division of Anesthesiology, General Hospital
Infection Control, Dental Devices
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